
Easydes microbiogal efficacy test summary table updated 25.3.2020 VT. 

Test Microbes Reduction log

Test time according to std

min Interfering substance Results, test pass Laboratory

EN 13727:2015

faasi 2.1 Bactericidal >5

5 -60

Clean conditios: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L 100%, 30s, dirty

4.2.2020 / Dr.Brill 

laboratory/Hamburg

EN 13697, 

faasi 2.2

Bactericidal >5 5 (bacterial)

Clean conditions: 

Bovine albumin 0,3 g/l plus 

1g/l tryptone

Dirty conditions:

bovine albumin: 3,0 g/l  plus 

1g/l tryptone

50%, 5 min 16.2.2010 HY

EN 13624:2013

faasi 2.1 Fungidical >4 5 min (pinta) - 60 min

Clean conditios: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

Yeasticidal: 100%, 30 s, 

dirty 4.2.2020 / Dr.Brill 

laboratory/Hamburg

EN 13697, 

faasi 2.2

Fungidical >3  15 (fungi)

Clean conditions: 

Bovine albumin 0,3 g/l plus 

1g/l tryptone

Dirty conditions:

bovine albumin: 3,0 g/l 50%, 15 min , candida

75%, 15 min Aspergillus 16.2.2010 HY

EN 14561

faasi 2.2 Bactericidal >5 60

Clean conditions:

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

Bactericidal: clean 

conditions, 100 %, 60 

min

2.10.2018 / Dr.Brill 

laboratory/Hamburg



EN 14562

faasi 2.2 Fungidical >4 60

Clean conditions:

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

Fungisidal: clean 

conditions, 100 %, 60 

min

13.9.2018 / Dr.Brill 

laboratory/Hamburg

EN 14563

faasi 2.2

Mycobactericidal, 

tuberculocidal >4 60

Clean conditions:

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

Tuberculocidal: clean 

conditions, 100 %, 60 

min

13.9.2018 / Dr.Brill 

laboratory/Hamburg

EN 14348:2005 mykobakteerit >4 60

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

Mycobacterial: 100%, 5 

min, dirty

4.2.2020 / Dr.Brill 

laboratory/Hamburg

EN 14476

faasi 2.1 Virucidal >4 5 - 60

Clean conditions:

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

limited virucidal activity 

(adeno, MNV): clean 

and dirty conditions, 100 

%, 30 s

26.10.2018 / Dr.Brill 

laboratory/Bremen

EN16615, Easydes 

wipes 16pc

Bactericidal and 

Yesticidal

>5 (bactericidal)

>4 yeasticidal

2 min

clean conditions (0.3 g/L 

bovine albumin) S.aureus and 

P.aeruginosa, 1 min. 

Yeasticidal 2 min.

26.02.2019 / Dr.Brill 

laboratory/Hamburg

EN16615, Easydes 

wipes 30pc

Bactericidal and 

Yesticidal

>5 (bactericidal)

>4 yeasticidal

1min

clean conditions (0.3 g/L 

bovine albumin) Bactericidal and 

Yeasticidal, 1 min, clean 

and dirty conditions

25.3.2020 / LAB-

TEST/Poland

EN16615 One system 

basic S. aureus >5 1 min

Clean conditions: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l

1 min, day  0 and day  28 10.3.2016/Hygcen



Easydes tuotteen mikrobiologiset testitulokset yhteenveto tuloksista 17.122018VT. 

Test Microbes Reduction log

Test time according to 

std

min

prEN13713 bakteerit >5 5, 10, 15min

ei std BVDV-virus

ei std Norovirus, hiiri

ei std Vaccinia virus

EN1650 hiivat ja homeet >4 5min, 10, 15 min

EN 13697 pyhhkeet 

/ modifioitu 

S. aureus >3 pyyhintä

EN 13727, 

faasi 2.1 bakteerit >5

5 -60

EN 13624

faasi 2.1 hiivat ja homeet >4 5 min (pinta) - 60 min

EN 14348 mykobakteerit >4 60



Interfering substance Tulos: tutkimus läpäisty Testilaboratorio

Clean conditions: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 5,0 g/l and 5g/l 

yeast extract 25%, 50, 75 ja 100%, 5 min 2.3.2006/HY

ok 2006/MikroLab

100%, 30 sek

100%, 30 sek Microlab

Clean conditions: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l

100%, 5 min 10.10.2005/HY

100 %, pyyhintä, päivä 0 ja 

päivä 7, vähenemä >log3 16.8.2012 HY
Clean conditios: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L 100%, 1 min 24.3.2011 HY
Clean conditios: 

Bovine albumin 0,3 g/l

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L

100%, 1 min, candida

100%, 4 min aspergillus 24.3.2011 HY

Dirty conditions:

bovine albumin: 3,0 g/l plus

sheep erythrocytes: 3 ml/L 100%, 1 min

National medicines institute, 

Warsaw Poland, 29.12.2010


